We developed a prototype small-animal PET scanner based on depth-encoding detectors using dual-ended readout of small scintillator elements to produce high and uniform spatial resolution suitable for imaging the mouse brain. Methods: The scanner consists of 16 tapered dual-ended-readout detectors arranged in a 61-mm-diameter ring. The axial field of view (FOV) is 7 mm, and the transaxial FOV is 30 mm. The scintillator arrays consist of 14 · 14 lutetium oxyorthosilicate elements, with a crystal size of 0.43 · 0.43 mm at the front end and 0.80 · 0.43 mm at the back end, and the crystal elements are 13 mm long. The arrays are read out by 8 · 8 mm and 13 · 8 mm position-sensitive avalanche photodiodes (PSAPDs) placed at opposite ends of the array. Standard nuclear-instrumentation-module electronics and a custom-designed multiplexer are used for signal processing. Results: The detector performance was measured, and all but the crystals at the very edge could be clearly resolved. The average intrinsic spatial resolution in the axial direction was 0.61 mm. A depth-of-interaction resolution of 1.7 mm was achieved. The sensitivity of the scanner at the center of the FOV was 1.02% for a lower energy threshold of 150 keV and 0.68% for a lower energy threshold of 250 keV. The spatial resolution within a FOV that can accommodate the entire mouse brain was approximately 0.6 mm using a 3-dimensional maximum-likelihood expectation maximization reconstruction. Images of a hot-rod microphantom showed that rods with a diameter of as low as 0.5 mm could be resolved. The first in vivo studies were performed using 18 Ffluoride and confirmed that a 0.6-mm resolution can be achieved in the mouse head in vivo. Brain imaging studies with 18 F-FDG were also performed. Conclusion: We developed a prototype PET scanner that can achieve a spatial resolution approaching the physical limits of a small-bore PET scanner set by positron range and detector interaction. We plan to add more detector rings to extend the axial FOV of the scanner and increase sensitivity. Cur rently, the spatial resolution of most dedicated smallanimal PET scanners is 1-2 mm (1-4). Mice are the most frequently used animal model for studies of human diseases. The strengths of the mouse as an experimental model include the fact that roughly 95% of its genes have a human homolog, techniques for its genetic manipulation are mature, it reaches breeding age quickly (accelerating the development of transgenic and knockout animals), and its housing and breeding costs are relatively low. The mouse brain is about a tenth the size of the human brain (;1.5 cm vs. ;15 cm). A small-animal PET scanner with approximately 0.5-mm spatial resolution is required if one wants to image a mouse with the same relative spatial resolution as is achieved in a human using a clinical whole-body PET scanner with 5-mm spatial resolution (5,6). Because of fundamental limits stemming from the physics of the signal generation mechanism (7), it is almost impossible to achieve the same relative spatial resolution (;0.2 mm) for a mouse brain as for a human brain imaged with a dedicated brain PET scanner that achieves an approximately 2-mm spatial resolution (8).
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High spatial resolution is required to see the distribution of a radiotracer within small brain regions and to improve its quantification by reducing the partial-volume effect. Improving spatial resolution has been a major focus in small-animal PET instrumentation (9) (10) (11) (12) (13) . The spatial resolution of a PET scanner is limited by crystal size, positron range, detector interaction, depth of interaction (DOI), crystal encoding, sampling nonuniformity, and image reconstruction (14) . In this work, we focus on developing a prototype high-resolution small-animal PET scanner with spatial resolution approaching the physical limits of a preclinical PET scanner by minimizing the contribution from each of the above factors. We use depth-encoding detectors based on dual-ended readout of finely pixelated lutetium oxyorthosilicate (LSO) arrays with position-sensitive avalanche photodiodes (15) (16) (17) . We have previously shown that similar detectors could resolve crystals as small as 0.5 mm and provide a DOI resolution of 2 mm (16) . The contributions from crystal size, DOI, and crystal encoding are reduced using this detector design. Depth-encoding detectors can also reduce any resolution degradation or artifacts due to insufficient sampling since the sampling is improved using the DOI information. Using depth-encoding detectors with excellent DOI resolution, it is possible to design scanners with a smaller detectorring diameter to reduce both scanner cost and the contribution of detector interaction, as well as to increase sensitivity. We also are developing an iterative reconstruction algorithm with accurate system modeling to reduce the contribution from image reconstruction.
The scanner we are developing is dedicated to mouse brain imaging because this application requires high spatial resolution but has a manageable cost due to the relatively small FOV-and therefore detector volume-needed. Initially, we have developed a one-ring prototype scanner to test the detector approach and system concepts. In this paper, we describe the design of this prototype and demonstrate its spatial resolution and imaging performance.
MATERIALS AND METHODS

Design of Prototype
The prototype uses 16 tapered LSO crystal arrays cut into 14 · 14 elements 13 mm thick. The crystal size of the arrays is 0.43 · 0.43 mm at the front end and 0.80 · 0.43 mm at the back end. Two of the 4 long crystal faces are polished. The other 4 crystal faces are left unpolished, and Lumirror E60 film (Toray Industries Inc.) is used as an intercrystal reflector. Details on the array fabrication have been published previously (15, 16) . The arrays are read out by position-sensitive avalanche photodiodes (PSAPDs), with active areas of 8 · 8 mm and 13 · 8 mm (18) , placed at opposite ends of the array so that the DOI can be estimated. Figure 1 shows photographs of an array and the 2 different sizes of PSAPD. The physical dimensions of the 2 PSAPDs are 10 · 11.5 · 1.4 mm and 15.2 · 16.7 · 1.4 mm. Figure 1 also shows the detector arrangement and the completed scanner. The ring diameter is 61 mm, and the aperture is 40 mm. The axial FOV is 7 mm, and the transaxial FOV is 30 mm. The gap between adjacent arrays is 5 mm. For scanners with such small crystal elements, the positioning of the arrays needs to be highly accurate in order to realize the full resolution potential. An aluminum ring support was designed to hold the arrays in known and precise locations. The performance of PSAPDs (e.g., signal-to-noise ratio and gain) changes with temperature (19) ; therefore, the scanner gantry was kept at a stable operating temperature using an Air-Jet Crystal Cooler (FTS System, Inc.). To obtain efficient and uniform cooling of all PSAPDs, the cold and dry air was sent into the aluminum support structure and also was distributed to the PSAPDs at the ends of the arrays. Computed simulations of fluid dynamics were used in designing the cooling system. These simulations showed that variations in cold-air pressure across the 32 PSAPDs in the system were within 5% in the final cooling design selected. The space where all arrays, PSAPDs, and readout preamplifier boards reside also is cooled. An animal bed that can be moved in all 3 directions was also fabricated and integrated with the scanner.
The schematics of the electronics system are shown in Supplemental Figures 1 and 2 . Standard nuclear-instrumentation-module electronics were used for signal processing, and a multiplexer (20) was designed and used to decrease the number of energy signals from 128 (32 PSAPDs each with 4 signal outputs) to 16 . The timing signals from the front and back PSAPDs were amplified by a CR-110 preamplifier (Cremat Inc.), summed using a linear fan-in and fan-out, and then amplified by a timing filter amplifier before being sent to a constant fraction discriminator, which produced two logic signals. One was for coincidence formation, and the other was sent to the multiplexer to determine the detector identification number. The 4 energy signals of each PSAPD were also amplified, first by the CR-110 preamplifier and then by a 16-channel shaping amplifier. The 128 energy signals from the 32 PSAPDs, the 16 constant-fractiondiscriminator signals, and the coincidence-event-trigger signal were sent to the multiplexer. Whenever an event is triggered, the multiplexer determines the 2 coincidence detectors from the constant-fractiondiscriminator signals. Then, the 16 energy signals from the 2 detector modules are passed to 2 data acquisition boards, digitized, and stored as list-mode data. The multiplexer also produces 8 logic signals (the first 4 signals are for the first detector, and the last 4 signals are for the second detector), which are used to encode the detector-pair identification numbers (detector identification numbers run from 0 to 15). For example, when the detector identification number is 0, all 4 logic signals are 0 V, and when the detector identification number is 15, all 4 signals are 15 V. The 8 logic signals were also digitized using one of the data acquisition boards and stored in the list-mode data file (21) .
Detector Performance
The flood histogram, DOI resolution, and energy resolution of one detector module were measured using the same experimental setup, data acquisition system, and data analysis procedures as shown in our previous publications (15, 22) . The experimental methods are briefly summarized below. The flood histograms and DOI responses of all 16 detectors were also measured within the scanner. For all measurements presented, the temperature was set to about 5°C.
Flood Histograms and Energy Resolution. The measurements were performed in singles mode with the array irradiated by a 0.3-mmdiameter 22 Na point source placed 5 cm from one side of the array. To analyze the data, a preliminary flood histogram (with a low energy threshold) was first obtained from the list-mode data. From this, a crystal look-up table was generated. The list-mode data were then reprocessed using the look-up table to obtain energy spectra for each crystal in an array. The photopeak amplitude and energy resolution of all crystals were obtained by gaussian fitting of the energy spectra. In addition, the list-mode data were reanalyzed using the look-up table and the photopeak amplitude information to create flood histograms for a specific energy window.
DOI Resolution. The measurements were performed in coincidence mode, using the same source and selectively irradiating at depths of 1.5, 4, 6.5, 9, and 11.5 mm from the narrow end of the array using electronic collimation. Details on the experimental setup have been published previously (15) . The distance from the point source (0.3 mm in diameter) to the collimating slab detector (1.5 mm thick) was 6 cm, and the distance from the point source to the LSO array was 4 cm. The radiation beam width on the array was estimated from the geometry to be about 1 mm. Histograms of the DOI ratio (ratio of the energy signal of one PSAPD to the sum of the energy signals of both PSAPDs) as a function of irradiation depth were obtained for the entire array and for individual crystals. The DOI resolution was calculated by a gaussian fit of the DOI ratio histograms. The full-width-at-half-maximum (FWHM) DOI resolution was then converted to millimeters by a linear fit of the peak values of the DOI ratio histogram of the entire array to the known depth of irradiation, using the data obtained at depths of 1.5 and 11.5 mm.
Scanner Performance
Intrinsic Spatial Resolution. The intrinsic spatial resolution of the detectors after installation in the scanner was measured by moving a 0.3-mm-diameter 22 Na point source along the central axis of the scanner in the axial direction with a step size of 0.1 mm. In total, 36 positions in the center of the axial field of view (FOV) were measured. For each position, the coincidence counts measured from each crystal in the 2 middle rows (crystal rows 7 and 8) in one detector with the corresponding crystal in the opposite detector were obtained using the look-up tables and a detector-based lower energy threshold of 250 keV. The coincidence counts for the 14 crystal pairs in the same row were summed to increase the statistics of the measurements. In total, 16 curves of the coincidence counts versus source position (intrinsic spatial resolution profiles) were obtained (8 different detector module pairs · 2 rows of crystals). The FWHM of the profiles was obtained using linear interpolation of the measured data. The measurements presented were not corrected for the 0.3-mm diameter of the point source.
Timing Resolution. A uniform cylinder with a diameter of 30 mm and a length of 10 mm (covering the whole FOV of the scanner) was filled with 18 F-fluoride and placed in the scanner. The logic OR of the 8 detector timing signals was used as the start signal, and the logic OR of the other 8 timing signals was used as the stop signal, and these signals were fed into a time-to-digital converter. The measured timing spectrum was fit with a gaussian function, and the FWHM timing resolution of the scanner was measured.
Sensitivity. The sensitivity of the scanner was measured by stepping a 0.3-mm 22 Na point source along the central axis of the scanner. The sensitivity for 2 different lower energy thresholds, 150 and 250 keV, was measured. The 90.3% b 1 decay branching ratio for 22 Na was accounted for, but the small degree of attenuation of g-rays in the plastic disk containing the point source was not corrected for. The relative sensitivity change of the scanner for different coincidence timing windows was also measured using the same uniform cylinder as for the timing resolution measurement and a lower energy threshold of 150 keV. The width of the coincidence window to be used for later studies was based on this measurement.
DOI Calibration. From a GATE (Geant4 Application for Tomographic Emission) simulation (23), the interaction probabilities of 511 g-rays along the depth of the tapered array used in the scanner were obtained for a point source at the center of the FOV (Supplemental Fig. 3A) . The curves of the interaction probabilities versus the DOI ratio (DOI responses) were measured for all 16 detectors by placing a point source at the center of the FOV. Supplemental Figure 3B shows the measured DOI response for one detector. The DOI calibration curve of depth versus the DOI ratio can then be obtained by finding the values for the depth and DOI ratio that have the same fraction of counts under the curve. For one detector array, the depth-versus-DOI ratio was actually measured (during the DOI resolution measurement). This represents the gold standard method. Supplemental Figure 3C , a comparison of the calibration curve of that detector obtained by the current method versus the gold standard method, shows excellent agreement between the two and validates this simple approach to DOI calibration. This method was therefore used for DOI calibration of all detectors in the prototype scanner.
Image Reconstruction. For image reconstruction, we apply sinogrambased 3-dimensional (3D) maximum-likelihood expectation maximization (MLEM) using 9 DOI bins. The size of the sinogram dataset was 71 · 112 · 9 · 9 · 14 · 14 elements (radial projection · angle · DOI 1 · DOI 2 · ring 1 · ring 2 ). The system matrix was precomputed by dividing each depth-encoding crystal into 5 · 5 · 11 subelements to perform the numeric volume integration using Siddon's method (24) . The system matrix was compressed with both axial and transaxial symmetries (25) and was saved in sparse matrix format. An image domain point-spread function was also included in the reconstruction. The point-spread functions were obtained using a double-gaussian model estimated from reconstructed images of real data from pointsource scans at different locations in the FOV (26) . A uniform-cylinder phantom filled with 5.5 MBq of 18 F-fluoride was scanned for 4 h (50 million counts) to obtain normalization data. The cylinder was 30 mm in diameter and 10 mm in length, which covered the entire FOV of the scanner. Crystal efficiencies and geometric correction factors were estimated using an iteration-based normalization algorithm (27) . Random and scatter correction was not considered in the reconstruction. Each image was reconstructed into a matrix of 149 · 149 · 29 voxels with a voxel size of 0.2 · 0.2 · 0.25 mm.
Image Spatial Resolution. The spatial resolution was measured following the National Electrical Manufacturers Association NU4 standard for small-animal PET scanners (28) . A 0.3-mm 22 Na point source was scanned at radial distances of 0, 5, and 10 mm both at the center of the axial FOV and at an axial offset of 1.75 mm from the center. Sources were reconstructed (700 iterations) by adding a uniform warm background without noise to the sinogram to ensure that the measured resolution was not artificially improved because of the nonnegativity constraint in the MLEM algorithm. In the reconstructed image, the intensity ratio of the point source to the background was 1:10. The background was subtracted from the reconstructed image. One-dimensional profiles in all 3 directions were obtained through the point-source images, and FWHM image resolution was obtained using a gaussian fit to the profiles. A detectorbased lower energy threshold of 250 keV was used for this and all subsequent imaging studies. The crystal look-up tables of all detectors were created using the flood histograms obtained from the normalization scan.
Phantom Study
A hot-rod microphantom filled with 18 F-fluoride was scanned with both the prototype PET scanner and an Inveon D-PET scanner (Siemens) (2) . The rod diameters of the phantom are 0.35, 0.40, 0.45, 0.50, 0.60, and 0.75 mm, and the rod-to-rod distance is twice the rod diameter. For the prototype, the scan time was 240 min and the activity at the start was 4.2 MBq. In total, 38 million counts were acquired. For the Inveon D-PET, the scan time was 30 min and the starting activity was 4.4 MBq. In total, 380 million counts were acquired. A longer acquisition time was used for the prototype as it has only one detector ring (and therefore lower sensitivity) and sufficient counts are required to reconstruct at the highest possible resolution. The dataset from the prototype was reconstructed by a 3D MLEM algorithm with 700 iterations. The Inveon D-PET images were reconstructed by 3D ordered-subset expectation maximization (OSEM)/maximum a posteriori (MAP) with the vendor-suggested default reconstruction parameters (2 OSEM iterations and 18 MAP iterations).
In Vivo Mouse Brain Studies
The prototype has a small axial FOV of 7 mm and is designed primarily for mouse brain imaging. Activity outside the FOV can contribute to singles, randoms, and scatters. All in vivo mouse brain studies were therefore performed by inserting the mouse body into a tungsten tube to shield activity outside the FOV. This tube was 60 mm long and had an inner diameter of 25 mm and an outer diameter of 35 mm. The effectiveness and need for shielding were demonstrated by prior counting-rate-performance data obtained with and without lead shielding ( Supplemental Fig. 4) . The tungsten tube also served to keep the mouse warm during imaging, as it was warmed by ultra-thin heating sheets to a temperature of 35°C.
Two types of animal scan were performed under the approval of the University of California-Davis Institutional Animal Care and Use Committee. The mice were anesthetized with 1% isoflurane during intravenous injection and imaging and were awake during the uptake time.
18 F-Fluoride Scan. A juvenile 12.6-g mouse was injected with 18 MB of 18 F-fluoride and the head positioned for imaging in the prototype. The scan started 120 min after injection and lasted 60 min. In total, 6.2 million counts were acquired. For comparison, an 11.9-g mouse was injected with 12 MBq of 18 F-fluoride and the head positioned in the center of the axial FOV of the Inveon D-PET. The scan started 30 min after injection and lasted 30 min. In total, 459 million counts were acquired. The image from the prototype was reconstructed by 3D MLEM with 300 iterations, and the image from the Inveon D-PET was reconstructed by 3D OSEM/MAP.
18 F-FDG Scan. A 19.4-g mouse was injected with 21 MBq of 18 F-FDG and positioned in the Inveon D-PET for a 15-min scan starting 30 min after injection. In total, 498 million counts were acquired. The mouse was then moved to the prototype for a 60-min scan starting 60 min after injection. In total, 6.3 million counts were acquired. The image from the prototype was reconstructed by 3D MLEM with 60 iterations, and the image from the Inveon D-PET was reconstructed by 3D OSEM/MAP.
RESULTS
Detector Performance
Supplemental Figure 5 shows a representative flood histogram from one detector, as well as the energy spectra of a crystal in the center and a crystal in the second row from the edge. The lower energy threshold was set at 250 keV for the events contributing to the flood histogram. All crystals except those in the 2 rows closest to the edge can be clearly resolved. The energy resolution of the center crystals ranges from 20% to 25%. At the edges, the energy resolution is degraded; the crystals in the 2 rows closest to the edge cannot be clearly resolved, and the photopeak amplitude for the crystals in the row at the very edge is lower than for the other crystals. Supplemental Figure 5 also shows the DOI responses of all crystals measured at 5 depths with electronic collimation (lower energy threshold also 250 keV). The average DOI resolution over the 5 depths was 1.7 mm. The estimated width of the collimated beam (;1 mm) was not subtracted from the results. The average DOI resolution obtained from the DOI responses of the individual crystals was 1.5 mm. There were only slight variations among the measured flood histograms and DOI responses of the 16 detectors inside the scanner.
Scanner Performance Supplemental Figure 6 shows profiles of the intrinsic spatial resolution measurements for 2 middle rows of crystals (summed over the crystals in that row) from one pair of detectors. In total, 16 profiles were obtained for 8 detector pairs. The average intrinsic spatial resolution of the 16 measured profiles was 0.61 mm, with a maximum of 0.68 mm and a minimum of 0.54 mm.
The scanner timing resolution was 40 ns. The poor timing resolution is mainly a result of the well-characterized positiondependent time shift of PSAPDs (29) (30) (31) . Supplemental Figure  7 shows the sensitivity of the scanner for different axial positions. The sensitivity at the center FOV was 1.02% and 0.68% for lower energy thresholds of 150 and 250 keV, respectively. Supplemental Figure 7 also shows the relative sensitivity measured with a uniformcylinder phantom for different coincidence timing windows. The lower energy threshold for this measurement was 150 keV. On the basis of this result, a coincidence timing window of 60 ns was used for all imaging studies. Figure 2 shows reconstructed images of the point source measured at 5 positions within the scanner, both in the central axial slice and in a slice corresponding to one fourth the axial FOV (1.75 mm from the center). Figure 2 also shows the measured spatial resolution. The reconstructed axial spatial resolution was about 0.45 mm, which is the best among all 3 directions since the crystal dimensions are not tapered in the axial direction. The radial and tangential spatial resolution was between 0.5 and 0.7 mm for all positions measured. The spatial resolution at a radial offset of 5 mm was the worst, probably because of the fairly large gaps between the detector blocks. An average spatial resolution of 0.55 mm was achieved across a FOV that can accommodate the entire mouse brain. Figure 3 shows the reconstructed hot-rod microphantom images. For images acquired with the prototype, rods with a diameter of as low as 0.5 mm can be resolved. Even the largest rods, 0.75 mm, cannot be resolved in the images from the Inveon D-PET because it has a spatial resolution of about 1.5 mm (2) . Figure 4 shows the 18 F-fluoride images. The Inveon D-PET images are 5 contiguous slices with a thickness of 0.80 mm. The slice thickness of the prototype is 0.25 mm, and 1 in every 3 slices is shown. The images from the prototype show much higher spatial resolution, as expected. Profiles were also taken through the skull of the mice (estimated true thickness, ;250 mm). The FWHM of the profiles was 0.6 mm as measured with the prototype and 1.8 mm as measured with the Inveon D-PET, indicating that the high resolution measured in phantom studies also can be obtained in vivo. Figure 5 shows the 18 F-FDG images. The images obtained with the prototype show much higher spatial resolution and more detailed structure than the images obtained with the Inveon D-PET, but the noise level of this one-ring prototype is clearly higher because of the limited counts that could be collected (6.3 million events for the prototype vs. 498 million events for the Inveon D-PET). The sensitivity of the scanner needs to be significantly increased to take full advantage of the high spatial resolution.
Phantom and In Vivo Animal Studies
DISCUSSION
A prototype high-resolution small-animal PET scanner with one detector ring was developed using dual-ended-readout depthencoding tapered detectors. The very small size of the crystal elements (0.43 mm at the front end), combined with a 3D MLEM reconstruction algorithm that accurately models system geometry and other physical processes affecting localization of the annihilation photons, led to a reconstructed spatial resolution that averaged 0.55 mm across a volume that can accommodate the mouse brain. Animal studies confirmed achievement of this resolution in vivo and demonstrated some of the highest-resolution PET scans ever acquired in a living subject, approaching the limits dictated by positron physics and detector interaction physics (7) .
Although the spatial resolution is outstanding and our approach provides a platform for future development, this prototype has several significant limitations that must be overcome to produce a robust and high-performance animal PET scanner. First, the fact that there is only one detector ring leads to poor coverage (axial FOV of only 7 mm) and low sensitivity. Second, the fact that the electronics cannot allow for crystal-by-crystal-based timing corrections leads to position-dependent timing shifts within the PSAPDs and a poor timing resolution (40 ns). Third, the fact that there are 5-mm gaps between the detector modules leads to reduced solid-angle coverage and thus reduced system sensitivity. To overcome these limitations, we will be focusing on extending the crystal length from 13 mm to about 20 mm, extending the axial FOV by adding more detector rings, greatly improving the timing resolution by switching from PSAPDs to silicon photomultipliers, and reducing the gaps between detector modules to 1 mm or less by carefully redesigning the readout electronics (e.g., using the flex readout boards) and using silicon photomultipliers with a through-silicon via and with minimal dead space.
CONCLUSION
The prototype meets its design objective of achieving a spatial resolution approaching the small-bore PET scanner limits set by positron physics and detector interaction physics. Future development based on this approach should be able to combine the high spatial resolution already demonstrated with better sensitivity and better counting rate performance to produce a high-performance system appropriate for a broad array of applications in the biomedical sciences.
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